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SAF#: RC-001/R303M0 J451
Payroll#: 73338
Sample Information

Customer Laboratory Analytical

Sample Sample Batch
Sample Date | Number Number Method Identification | Sample Matrix
22 Feb 2006 | JI0THO 06106733 NMAM 7300M GO61ROOW G WIPE
22 Feb 2006 | JIOTHI 06106734 NMAM 7300M GO61ROOW G WIPE
22 Feb 2006 | J10TH2 06106735 NMAM 7300M GO61ROOW G WIPE
22 Feb 2006__ | JIOTH3 06106736 NMAM 7300M G061ROOW G WIPE
22 Feb 2006 | J10TH4 06106737 NMAM 7300M GO61ROOW G WIPE

I certify that this electronic image and all hardcopies produced from this image accurately represent the data
and are in compliance with the contract specific requirements, both technically and for completeness, other
than the conditions detailed above or in the sample data package narrative. Release, by submission through
email, the data contained in this electronic image and the computer-readable EDD (as applicable), has been
authorized by the laboratory Manager or the Manager’s designee.

Lisa M. Reid
Chemist
February 27, 2006

Name:
Title:
Date:

DataChem Laboratories, Inc.
960 West Levoy Drive
Salt Lake City, Utah 84123-2547

Phone: (801) 266-7700
FAX: (801) 268-9992

Web Page: www.datachem.com

E-mail: lab@datachem.com
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Report Identification Number: 061-0816-01
Subcontract Number:  0000X-B0O-G0058-B-Mod#4
Name of Industrial Hygienist: Denise A. Pitts / Henry W. Ruby
Laboratory Identification Number: DCHM
SAF#: RC-001/R303MO0 J451
Payroll#: 73338

General Set Information: There are 5 samples in set 061-0816-01 which were analyzed for cadmium, lead
and beryllium on Ghost Wipe. No problems were encountered with the receipt of these samples and
no contact with the CTR was required.

Method Summary: Samples were transferred to 50 ml centrifuge tubes and digested in the presence of 5
mL of nitric acid and 5 mL of ASTM Type II water. Samples were digested in a hot block set at
110°C for 60 minutes. Samples were then diluted to a 25 mL volume with ASTM Type II Water.
Samples were shaken and delivered for ICP analysis.

Sample Preparation: All samples were prepared in accordance with DCL SOP “IH-AN-021” and NIOSH
method NMAM 7300 modified for hot block digestion.

Holding Times: The holding times were met for both sample preparation and analysis.

Instrument Calibration: Instrument calibration was performed in accordance with NIOSH method
NMAM 7300. :

Initial and Continuing Calibration Verification Analysis: Beryllium, cadmium and lead recoveries in all
Initial Calibration Verification (ICV) and Continuing Calibration Verification (CCV) samples are
within the quality control limits of +/- 10%.

Initial and Continuing Calibration Blank Analysis: No beryllium results were found in the Initial
Calibration Blank (ICB}) or Continuing Calibration Blanks (CCB) at levels above the Contract

Required Detection Limits (CRDL) of 0.02 ug/sample. No cadmium results were found in the Initial
Calibration Blank (ICB) or Continuing Calibration Blanks (CCB) at levels above the Contract
Required Detection Limits (CRDL) of 0.07 ug/sample. No lead results were found in the Initial
Calibration Blank (ICB) or Continuing Calibration Blanks (CCB) at levels above the Contract
Required Detection Limits (CRDL) of 2. ug/sample.

Method Blank Analysis: No beryllium, cadmium or lead was found in any of the media blank samples
above the Contract Required Detection Limit (CRDL).

Dilution(s): None.

DataChem Laboratories, Inc. Phone: (801) 266-7700 Web Page: www.datachem.com
960 West Levoy Drive FAX: (801) 268-9992 E-mail: lab@datachem.com
Salt Lake City, Utah 84123-2547
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Laboratory Control Sample and Duplicate Analysis: One Laboratory Control Sample (LCS) and one
Laboratory Control Sample Duplicate (LCSD) were prepared and analyzed with the sample batch.
The LCS result was within the control limits of +/- 20%. The Relative Percent Difference (RPD)
between the LCS and the LCSD were within the contro! limit of 20%.

Replicate Analysis: One sample in this batch was replicated. The RPD between the samples and the
replicates was within the control limit of 20%. If the result of the sample or replicate is below the
CRDL, replicate analysis is negligible.

Flagging Codes: None
Nonconformance/Corrective Action Report (NC/CAR): N/A

Sample Calculation: The final results are calculated by the following equation:
Final result for aqueous samples (pg/sample) = (A) x (B) x (C)

Where:
A = Analyte concentration from instrument determination (ug/L)
B = Concentration factor from sample preparation

= Final Volume of Digestate (L

Sample
C = Dilution performed at time of analysis

Example Calculation: (1 pg/L) x (0.025 L/sample) x (1) = 0.025 pg/sample

Miscellaneous Comments: None

DataChem Laboratories, Inc. Phone: (801) 266-7700 Web Page: www.datachem.com
960 West Levoy Drive FAX: (801) 268-9992 E-mail: lab@datachem.com
Salt Lake City, Utah 84123-2547
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Report Identification Number: 061-0816-01

Subcontract Number:
Name of Industrial Hygienist:

Laboratory Identification Number: DCHM
SAF#: RC-001/R303MO0 J451
Payroll#: 73338

0000X-B0O-G0058-B-Mod#4
Denise A. Pitts / Henry W. Ruby
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Laboratory

Sample Date Beryllium Cadmium Lead
Customer Sample Number | Number Analyzed pg/sample pg/sample ug/sample
J1I0THO 06106733 24 Feb 2006 <0.02 (U <0.07 | U <2.|U
J10TH]1 06106734 24 Feb 2006 <0.02 [U <007 |U <2.|U
J10TH2 06106735 24 Feb 2006 <0.02 | U <0.07 | U <2.|U
J10TH3 06106736 24 Feb 2006 <0.02 | U <0.07 | U <2.|U
J10TH4 06106737 24 Feb 2006 <0.02 | U <0.07{U <2.|U

Limit of Detection (LOD) 0.02 0.07 2.

Required Detection Limit (RDL)

U - Parameter not detected above LOD.
J - Parameter between LOD and RDL.

DataChem Laboratories, Inc.
960 West Levoy Drive

Phone: (801) 266-7700
FAX: (801) 268-9992

Salt Lake City, Utah 84123-2547

Web Page: www.datachem.com
E-mail: lab@datachem.com
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Report Identification Number: 061-0816-01
Subcontract Number: 0000X-BO-G0058-B-Mod#4
Name of Industrial Hygienist: Denise A. Pitts / Henry W. Ruby
+ Laboratory Identification Number: DCHM
SAF: RC-001/R303MO0 J451
Payroll#: 73338
Batch ID: GO61RO0W
Relative
QC Parent Percent | Percent

QC Sample ID | Type Analyte Units Result | Result | Target Rec. Diff.
BL-241832-1 MB | Beryllium pg/sample ND NA NA NA NA
BL-241832-1 MB | Cadmium ug/sample ND NA NA NA NA
BL-241832-1 MB | Lead ug/sample ND NA NA NA NA
QC-241832-1 LCS | Beryllium ug/sample 11.4 NA 10.0 114. NA
QC-241832-1 LCS | Cadmium ng/sample 32.0 NA 30.0 107. NA
QC-241832-1 LCS | Lead pg/sample 102. NA 100. 102. NA
QD-241832-1 LCSD [ Beryllium pg/sample 11.4 11.4 10.0 114. 0.00
QD-241832-1 LCSD | Cadmium ug/sample 31.8 31.8 30.0 106. 0.00
QD-241832-1 LCSD | Lead ug/sample 102. 102. 100. 102. 0.00

MB - Method Blank
LCS - Laboratory Control Sample

LCSD - Laboratory Control Sampie Duplicate

MS - Matrix Spike
MSD - Matrix Spike Duplicate
LD - Laboratory Duplicate

NA - Not Applicable
ND - Parameter not detected above LOD

LCS, LCSD Percent Rec. = (Result / Target) * 100.0
MS, MSD Percent Rec. = ((Result — Parent) / Target) * 100.0

LCS, LCSD Relative Percent Diff. = ( (JLCS—LCSD]) / ((LCS +LCSD)/2.0) ) * 100,
MS, MSD Relative Percent Diff. = ( (]MS — MSD)) / ((MS+ MSD)/2.0) ) * 100.
LD Relative Percent Diff. = ( (|Parent — LD|) / ((Parent + LD)/2.0) ) * 100

DataChem Laboratories, Inc.
960 West Levoy Drive
Salt Lake City, Utah 84123-2547

Phone: (801) 266-7700
FAX: (801) 268-9992

Web Page: www.datachem.com

E-mail: lab@datachem.com
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Web Page: www.datachem.com
E-mail: lab@datachem.com

Phone: (801) 266-7700
FAX: (801) 268-9992

Salt Lake City, Utah 84123-2547

DataChem Laboratories, Inc.
960 West Levoy Drive



Page 7 of 7

COC Page

B

il

DATA=

| e 0 TR - T
“ - APYH NDI/INTEL
HIVA ‘ R - CRECHMHATY
oomw:uﬂw ~ @N o \Q\S KNOQLVHORVT
‘ aLave i!.n!l. LA o B i.lh.nnll_l..
| r.
“, WL/ ALVD ii i !.ll_l.n
|
N WAL/ o all_-._.l..l E
I
| SHFITRY
_ ;v -Wm gy sy wauimve
oo% Q%\QN 5@&%@ ' yw _m )
e T T wm \
7Y \ VIR N\\\\m\ i \M &\ GHI TSE D
oott \ﬁmms usmozns.&ﬁﬂﬁa - sﬁ__sqm.nw
: R - AWIL, AUV.ITTI G50t/ SAWVAL INIGL] OIS
Lo e e aﬁaoﬁﬂﬁﬁﬁﬁ%ﬁnﬁ%u%%

. oXW
() aBeg woxy HquEn odES 183 oK) MO(aq BT} B0 BN

Web Page: www.datachem.com
E-mail: lab@datachem.com

Phone: (801) 266-7700
FAX: (801) 268-9992

Salt Lake City, Utah 84123-2547

DataChem Laboratories, Inc.
960 West Levoy Drive



CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST

Collector: Company Contact Telephone No. Project Coordinator Data Turnaround
Chris Schilling Denise A. Pitts and Henry W. Ruby 531-1229 Joan H. Kessner 24Hr
Payroll #: Sampling Location SPECIAL INSTRUCTIONS SAF No.
73338 300 Area- 303M Bldg All relevant COAs must be provided: RC-001
Type of Sample: R303M0M451 Method of Shipment
Be, G4, Pb ANALYSIS METHOD (SPECIFIC): Federal Express
Shipped To: Wipe Sample Media: NIOSH 7300 Be, Pb, Cd Bill of Lading/Air Bill No.
Data Chem, Salt Lake Ghost DBlYes [OONo
N .
i (577 7735~ S78/
POSSIBLE SAMPLE HAZARD/REMARKS MATRIX "
Be, G4, Pb A - AIR Preservation (i.e., cooling
:I;;;ciai Handling and/or Storage ;{VI : WIPE " reqquired, efc.) No No No No No
SAMPLE ANALYSIS
bestos | Lead $\ Beryllium Lead C
SAMPLE NO. MATRIX SAMPLE DATE | ' OLUME (@) or Comments ifbome | Airborne | Airborne \ Wipe Mold Wipe | Airbolpe
Area 100 exn
. Wi 02-22-06 N/A Blank \ X \ X
MNOT NG
- Wi 02-22-06 N/A Blank q\ X Q\Q X
MOT WY Y & 9\, '
- |wi 02:22-06 | 100 N/A g\ X N X
MOTWR
- Wi 02-22-06 100 N/A \ X \ X
MMOT W3
wored 7 Wi 02-22-06 100 N/A X X
-2 QQ‘Q \._____“-
6
= WM
\
-\\
‘-\--

WCH-SH-202 (08/29/2005)




Enter on line below the first Sample Number from Page One:

WSRO
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST
SIGN / PRINT NAMES / USE MILITARY TIME
Relinguished ByStored: DATE/ TIME Reveived By/Stored: DATE/ TIME
Chris Schilling 02-23-06 /1100 Locked Cabinet Rm 16, 3746 Bldg 02-23-06/ 1100
w g?nt 44 1357‘ 6 % 2 A.{ﬂ% DATE/ TIME DATE/ TIME
Cogels (oatihs Pl g2.2506 7 (4% / Z 57/ e % A A% 2-23-0¢ Aﬁ’ﬁ

nnzrma Recrived By/Stored: DATE / TIME
£z f/é%r— %7/ zzy-a///m’ fod £x
Retinquished ByStored: DATE/ TIME Receivwed By/Siared: DATE ! TIME
Relinquished By'Stared DATE/ TIME Rective) ByfStored: DATE/ TIME
Refinuished By Siared: DATE / TIME Reveived By/Stoced: DATE/ TIME
Relinquished BySeornl: DATE/ TIME Recrived ByfStored: DATE/ TIME
Ralinquished ByStored: DATE/ TIME Received By/Stored: DATE ! TIME
Relingrished ByStored: DATE / TIME Received By/Stored: DATE/ TIME
Relinquished By'Stored: DATE s TIME Received By/Stored: DATE/TIME

LABORATORY Received By Title DATE/TIME
SECTION
REVIEWED BY: DATE:
PRINT/SIGN NAME

WCH-SH-202 (08/29/2005) Page _.2 of l
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